Andor Spinning Disk
Confocal Imaging
Turn On/Turn Off Instructions

Kim Peifley
08/18/17
Turn On
1. Turn on the left power strip.

This power strip controls the:
A. CTR Advanced box.
B. Computer power.
C. Chiller.
2. Turn on the right power strip.

This power strip controls the:
A. Andor Spinning Disk Camera.
B. Andor Laser Module.
C. Digital Light Sheet Camera.
D. UPS #1.
E. UPS #2.
3. Turn on the Andor Zyla camera.
4. Turn on the light source.
5. Turn on the computer.
6. To Open Windows click Administrator.
7. Enter Password: !Admin12345.
8. Hit the return/enter key on the keyboard.
9. This is the desk top. Click on MetaMorph software icon.
This is what the Metamorph software looks like.
Turn Off
1. Remove sample from stage.
2. Clean objective.
3. Close software.
4. Move data to omalshare-1 server.
5. Turn off computer.
6. Turn off light source.
7. On the touch screen pad select x,Z,y icon.
8. In the x,Z,y window make sure the red line in the Current Position window is all the way at the bottom.
9. If it is not at the bottom, select the Coarse button.
10. Use the coarse focus knob on the microscope to lower the red line to the bottom.
11. Select the Objective Icon.
12. Select the lowest magnification objective. In this case it is the 2.5x
13. Turn off the Andor Zyla camera.
14. Turn off right power strip
15. Turn off left power strip.